S MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

N
S\ STATE PUBLIC HEALTH LABORATORY

o %}‘?}BREATH ALCOHOL PROGRAM RECEIVED

™ INTOX DMT MAINTENANCE REPORT By Carol Day at 8:20 am, Oct 07’2015

Complete this report at the time of the regular monthly preventive maintenance check (revrrcrowovvoreyeys
Complete this report whenever the instrument is serviced or repaired and whenever it is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

IO DMT SN MAME OF AGENCY DATE OF INSPECTION
500014 Grandview Police Department 10/02/2015
LCCATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPECTICN

1200 Main St, Grandview, MO 64030 16:37:00

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or is operating within established limits. (Wiits in observed
values where determined). Unmarked items must be corrected before using instrument.

DIAGNOSTIC RECORD

DATE AND TIME _10/02/2015 16:37:03 . DETECTOR

K PROGRAM FILTER 1

) SAMPLE CHAMBER_48.9°C FILTER 2

BREATH TUBE_47.1°C FILTER 3

PUMP ' K] INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS

(J SIMULATOR STANDARD ® COMPRESSED ETHANOL-GAS MIXTURE
Xl STANDARD SUPPLIER_INTOXIMETERS LOT #_AG5117001 EXP. DATE _04/27/2017
[0 SIMULATOR TEMP (34°C + 0.2°C) SIMULATOR SN SIMULATOR EXP DATE

[ CALIBRATION CHECK- (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
RuR three tests using a standard, All three tests must be within £5% of the standard vaiue and must have a spread

of .005 or less. Mark the box corresponding to the standard being used.
1 0.10% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[J 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE
TEST 1:0.077 TEST 2: 0.077 TEST 3. 0.077

PERFORM R.F.L TEST
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS: 3 0-.04: 1 .05-09: 0 10-.14:1 A5-19: 5 OVER .19: 1

TiST ANY HEWY PARTS AND DRESCRIBE ANY ALTERATION CR MODIFICATION THAT WAS TAGE TO RESTORE THE INSTRUMENT 7O CPERATE SATISFACTORILY AND WITHIN
ESTADUISHED LIMITS (USE OTHER SIDE IF NECESSARY}

PRINY FLILL RAME

ATUIRE /j{} .. :

MATTHEW EARNEST
TYPE H PERMIT HUMEER EXIMRATION DATE TELEPHONE NUMBER
230241 10/24/2015 816-316-4900
IRETURN COMPLETED REPORT TO THE ~ Breath Alconof Program, MO Department of Heaith and Sentor Services
Southeast District Office
2875 James Blvd, Poplar Bluff, MO 63801
O 5002898 {3-13) AP FOUAL OPPORTUNITHAFE HIMAFVE ACTION ENPLOYER LABSED

sersices provided on @ nondiscriminatory basis



Airgas USA LLC (LAB)
3500 Bernard Street

St, Louis, Mo, 63103
Ph: (314) 533-3100
Fax: {314) 533-7328

Certificate of Analysis

Customer Name Test Date:  27-Apr-2015

Intoximeters, Inc.
2081 Crafg Read
St. Louis, Mo 63146

Lot# AG511701

Exp. Date Cyl. Type Component Ceriifiled Concentration
27-Apr-2017 108 Ethanal 0.080 * 0,002 BrAC (208 ppm)
Nitrogen Balance

Certification Traceable to N.I.8.T. RGM Ethanol Standards:

Serial No, Concentration Serlal No. Concentration
EB0010581 391.8 ppm EB0010603 392.5 ppm
EBD010570 2659.8 ppm EB0010559 258.9 ppm
EB0010285 209.0 ppm EBQ010595 208.9 ppm
EB0010561 103.7 ppm EB0010562 104.9 ppm
EB00t06881 52.22 ppm EBOG10679 52.94 ppm

Analytical Method: NDIR

Diga rted by Quaht Contm&
Ty

Dalu: 0427 15:60:49 05:00
Rausn: Ory gog slanéard wrhﬁcaton of anglys’s
Lacation: Alrgas USA LLG (Lab) Analyst:

Rod Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVIGES 2
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il

_ MATTHEW C EARNEST

is hereby authorized to Instruct and supervise operators, train instructors, Inspect, calibrale, perform fleld service and repairs,
and operale the following breath analyzer(s):

S DATAMASTER, INTOX DMT

for the detarmination of the aleoholic content of blood Irom a sample of axpired air, Permit issued under the provisions of sections
577,020 through 577.041, RSMo and 306.111 through 308,119 RSMo.

Lom tnSpemem

Ry
'DIRECTOR OF STATE PUBLIG HEALTH LABORATORY
NUMBER 230241 R Hol) Uenkond
o) N O, (}._J\_ Ay L
nclila%ﬁirecmlt o

EXPIACS 10/24/2015__  _ . . - > : P
DIRECTOR OF DEPARTMENT OF HEN.T’E'IAND EMIOR SERVICES
KO 620-9771 {G-10 LAK 4 {BB-10G}

DATE . 102472033 .

......
........

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES

d:g\b;}{% BREATH ALCOHOL PROGRAM
“H? INSTRUMENT OPERATOR CARD

The named cardholder is suthonzed fo operate an evidentlal braath afcohot
Instrimen for the daterminalion of ihe aleoholie tonlent in braath form of expired af

QN [

Opgrator  EARNEST, MATTHEW
PermitNe 230241
Date {ssued'10/24/2013  Date Explras 10/24/2015

ke




